BACKGROUND: Utilization of fluid to remove debris from surgical wounds has been a standard of medical care for centuries. Electrically powered pulse lavage systems are now regularly used to flush wounds in the operating room. This study aims to characterize splash patterns and contamination generated by different irrigation techniques commonly used in the treatment of surgical wounds. METHODS: 4 different irrigation scenarios: gravity flow (GF), asepto bulb syringe (ABS), high pressure pulsatile lavage without splash shield (HPPL), and high pressure pulsatile lavage with splash shielding (HPPL-S) were conducted on a Sawbone® knee model anchored to a standard operating table in a fully operational operating room of a community hospital. Normal saline supplemented with Fluorescein dye was utilized as the fluid. The OR was divided into 4 quadrants and surveyed with a UV light source to characterize the presence of fluorescent fluid/droplets and radius of droplet displacement. RESULTS: The HPPL trials contaminated the entire room with droplets that were too numerous to count. The HPPL-S trials reduced the number of droplets in quadrants outside of the "head right" quadrants, to a range of 0-12 droplets. In addition, the HPPL-S trial reduced the droplet distance to levels comparable to or below the GF and ABS droplet distance. DISCUSSION: This is the first study to characterize splash patterns seen with different irrigation systems. The addition of an inexpensive splashguard during high-pressure irrigation drastically reduced splash displacement. Decreased splash displacement theoretically reduces OR contamination and the resultant risk of nosocomial contamination. ABSTRACT BACKGROUND: Utilization of fluid to remove debris from surgical wounds has been a
INTRODUCTION
The use of fluid to remove debris from surgical and/or traumatic wounds has been the standard of care for centuries. Historically, gravity-based fluid delivery systems were utilized to pour fluid from a holding vessel into an open wound to flush contamination from the operative field.
Bulb syringes, pressurized by the surgeon's hand squeeze force have also been used for this purpose. More recently the use of small electrically powered mechanical pumps have become a common place method of delivering pressurized intermittent flow of liquid in order to wash contamination and debris from wounds, so called "pulse lavage" systems.
In the 1960's, the United States Department of Defense medical staff recognized wound contamination as a major cause of delayed healing in casualties injured during the Vietnam conflict 20 . The clinical application of pulse lavage systems in the treatment of contaminated battle wounds was the subject of several published studies 9, 11, 21 . Numerous studies have since reported on the application of pulse lavage systems in the civilian wound management setting.
Both positive and negative reports on the merits of the civilian application of mechanical pulse lavage fluid for wound washing can be found in the medical literature since that time 5, 7, 10, 16, 18, 19, 24, 27, 30, 31, 33 . These electric powered pumps have now been collectively referred to as High-Pressure Pulse Lavage (HPPL) systems. Many manufactures currently market HPPL devices [1] [2] [3] [4] .
Several reports have demonstrated the risk of nosocomial infection due to residual contamination on surfaces in hospitals 12, 14, 28, 29 . Known high-risk nosocomial infection pathogens including methicillin resistant Staphylococcus aurous (MRSA), vancomycin resistant Enterococcus species (VRE), Clostridium difficile spores, Pseudomonas species, Actinobacter species and Norovirus have been shown to survive on dry surfaces for up to 5 months 26, 34 . Guidelines have been published on the proper cleaning of hospitals and their contents 32 . In spite of these measures, nosocomial infections continue to have a major impact on morbidity, mortality and increased medical related costs 23 .
To date no study has evaluated the contamination caused to the surrounding physical space, equipment/furniture and surfaces of the operating room through the use of any irrigation system.
Our goal is to compare the spread of fluid from the surgical field into the surrounding room when various irrigation systems are employed. Additionally, we will demonstrate a simple method to reduce splash back and subsequent contamination through the use of an inexpensive disposable physical splash barrier.
MATERIALS AND METHODS
To characterize splash patterns of various irrigation methods we measured splash distance, volume of irrigation fluid "lost" during the procedure, and the patterns of contamination. To do so, we have chosen four common methods of intraoperative irrigation systems including: gravity flow (GF), asepto bulb syringe (ABS), high-pressure pulsatile lavage (HPPV), and high-pressure pulsatile lavage with splash shielding (HPPV-S). Six experimental iterations were preformed. 
RESULTS
The data collected from each trial is supplied in Table 1 . The data collected includes: initial weight of irrigation in mL, recovered weight of irrigation in mL, fluid lost in mL (difference from initial and recovered irrigation), surgeon splash pattern, number of droplets in quadrant (HR, HL, RF, LF), and furthest droplet in quadrant distance (HR, HL, RL, LF).
Fluid Lost
The gravity flow had the least amount of fluid lost at 47 mL whereas the Stryker® InterPulse without splash shield had the most fluid lost at 869 mL. In comparing the Styker without splash shield to the Davol without splash shield, an additional 366 mL of irrigation was lost (869 mL vs. 503 mL), an amount that cannot be accounted for by a change in methods and likely due to differences in engineering specifications of the HPPL. The addition of the splash shield drastically reduced fluid lost in both the Stryker with splash shield and the Davol, comparable to the ABS trial (222 ml vs. 209 ml vs. 248 ml, respectively).
Quadrant droplet numbers
The number of droplets in the quadrants varied with each trial (Table 1) . With exception of the gravity flow trial, most trials had frank pooling in the HR quadrant at the feet where the surgeon stood. Frank pooling was also noted at the RF quadrant during the asepto bulb syringe trial. The HPPL without splash shield contaminated the entire room with droplets that were too numerous to count. The HPPL-S trials reduced the number of droplets in quadrants, outside of the HR quadrants, to a range of 0 to 12 droplets.
Droplet distance travelled
The furthest distance droplets travelled in the quadrant was more predictable. and decrease the likelihood of patients acquiring VRE 25 and developing MRSA infections 13 .
There continues to be a much-needed emphasis placed on primary preventative measures of infection such as hand washing, proper sterile technique, and specific airflow patterns in operating rooms. However, the current data clearly demonstrates the significance of OR contamination, particularly with use of HPPL, and therefore the inferred increased risk of contamination to health care workers and patients that are in cases "to follow". The data presented here clearly demonstrates a need for greater emphasis on preventing OR contamination via surgical site splash back with methods such as the lavage shield. Further in vivo investigations are warranted to elucidate the potential beneficial effect on reducing pathogen dissemination with the use of these techniques.
We recognize there are weaknesses of this study. We used an artificial model, the This study illustrates splash patterns seen with both high-pressure and low-pressure irrigation systems that are utilized today. With the use of an inexpensive splash guard during high-pressure irrigation, we were able to drastically reduce splash displacement with this trial. Decreased splash displacement could theoretically reduce operating room contamination and resultant nosocomial operative site contamination and translate to lower infection rates, shorter hospital stays, and ultimately to substantial financial savings. Currently, the impact of splash shield use during operative site irrigation on infection rates is unclear. However, we hypothesize that the benefits will substantially outweigh the cost.
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